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Chair length: Power headrest type:1,700mm(for HB:1730mm) 
                          Manual headrest type: 1,765mm(for HB:1795mm)
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Min. 1,180 mm from Drain to Wall

Floor fixing bolt

(650)

Min. 1,670 mm from Drain to Wall
         (not including the cabinet)
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PIPING LAYOUT (PLAN VIEW)
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Remarks: Seal the gaps between pipes and floor
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Chair length: Power headrest type:1,700mm(for HB:1730mm) 
                          Manual headrest type: 1,765mm(for HB:1795mm)
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